
Name Inj No. Type Conc. NominalResponseDilution FactorConc. Calculated Flags

Blank 1 Standard 0 0.0489 1 -0.16

Std1 2 Standard 0.1 0.0721 1 -0.04

Std2 3 Standard 0.2 0.1421 1 0.34

Std3 4 Standard 0.4 0.176 1 0.53

Std4 5 Standard 0.8 0.2496 1 0.93

Std5 6 Standard 1.2 0.4529 1 2.03 OVR

Std6 7 Standard 1.6 0.3576 1 1.51

Std8 8 Standard 2 0.4453 1 1.99

WASH 9 Unknown ? 0.1044 1 0.14

Blank2 10 Unknown ? 0.0592 1 -0.11

10 11 Unknown ? 0.0786 1 0

12 12 Unknown ? 0.0878 1 0.05

20 13 Unknown ? 0.0484 1 -0.16

22 14 Unknown ? 0.0538 1 -0.13

30 15 Unknown ? 0.0253 1 -0.29

32 16 Unknown ? 0.0328 1 -0.25

40 17 Unknown ? 0.043 1 -0.19

42 18 Unknown ? 0.0233 1 -0.3

50 19 Unknown ? 0.0632 1 -0.08

52 20 Unknown ? 0.0435 1 -0.19

PAO







time 0

time 2 hours



time 4 hours

time 6 hours




